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fncl : (.‘i) Sample Analysis Report 1 

1. The pure water samples from your laboratory have been analyzed in i 
accordance with laboratory certification requirements by the reference, , 
and the results are provided in the enclosure. 

2. It will be noted that certain ?imitations have been exceeded as 
follows: 

Sample 
No. 

: 
1 

Parameter Resu 1 ts 

Copper 
Zinc 

o-27 mm 

Nickel 
0.10 mg/l 
0.11 mg/l 

\ 

‘Limit A 

0.05 rllg~l 
O-05 mg/l 
0.05 mg/l 

3. It is recommended that the distillation units be cleaned and the 
pure water be retested. 
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